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A SANITARY CONTRIVANCE ADAPTED TO THE HOSPITAL 

AND THE HOME 

By PETER F. QUINN 
Chicago, Illinois 

The holder (figure 1) is an eye-bolt with a pointed screw which is 
screwed into the cork as shown in figure 2. The medicine dropper is 
then placed in position shown. 
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Madicine Bottle 



In case the bottle is smaller than the dropper, the height of the 
dropper can be regulated by attaching a rubber band around the glass 
tube, as shown in figure 3. 

The details are clearly shown in the accompanying sketch and can 
be easily understood and applied. 
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